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dlijeta za buSenje, Brzina mlaza, Viualizacija protjecanja 
Prikazane su dvije optilike metode za precizno mjerenje bnine 
protjecanja fluida: mjerenje brzine na temelju Dopplerovog efekta 
upotrebom lasera (LDV) i mjerenje bnine fotogramom Eestica 
(PN), uz postupke za digitalnu obradu signala i snimaka. Prika- 
zana je primjena tih metoda u ispitivanju protjecanja kroz rnla- 
znice dlijeta za bulenje. Uz kratki pregled uloge mlaznica u 
buSenju, navedeni su dosad primijenjivani postupci njihovog opti- 
miranja. Prikazani su i uzorci rezultata mjerenja mlaznog protje- 
canja LDV i PIV metodom za mlaznicu kruSnog presjeka. Ukratko 
je komentirana postava eksperimenta zajedno s tijekom ispitiva- 
nja. Uz potencijalna poboljSanja mjerene opreme, navedene su 
moguCnosti upotrebe LDV i PIV metoda u brojnim primjenama 
u naftnom idienjerstvu. 
Uvod 
U nizu inZenjerskih primjena vaho  je razurnijeva- 
nje kompleksnog gibanja tekuCina i plinova. Protje- 
canje je ks to  nehomogeno, stohastiCko i samim 
time neprikladno za sustavno praCenje i mjerenje. 
No, upotrebom kompjutoriziranih numeriCkih meto- 
da, upotpunjenih simulacijama u laboratorijima koji 
su opremljeni zraEnim tunelima i vodenim bazenima, 
moguCe je doCi do zanimljivih i korisnih spoznaja 
o ponaSanju tekuCina i plinova. 
U odredivanju karakteristika protjecanja najva2- 
nije je precizno mjerenje brzine, odnosno odrediva- 
nje parametara njezinog vektora. KlasiEne mjerne 
metode, kao na primjer mjerenje vruCom iicom 
(Hot-wire anemometry) ili mjerenje pomoCu Pitotove 
ili Venturijeve cijevi, iako relativno tobe ,  ipak uzro- 
kuju sistematsku pogrelku jer se prilikom mjerenja 
koriste sonde koje mijenjaju karakteristiku toka. 
OptiCke metode, zasnovane na upotrebi koheren- 
tnog svjetlosnog izvora (lasera), te kompjutorske 
opreme za dobivanje i obradu velikog broja podata- 
ka, u prednosti su pred klasiEnim metodama jer su 
neinvazivne, tj. ne remete tok umetanjem mjerne 
sonde. Ovako dobiveni rezultati su vrlo pouzdani i 
osim toga moguCa su mjerenja kompleksnog gibanja 
u razliEitim postavama eksperimenta ili zahtjevnijih 
praktiEkih aplikacija. 
Za uspjeSnu primjenu optiEkih metoda i postupaka 
za dobivanje podataka o brzini protjecanja, potrebna 
je adekvatna vizualizacija toka. Postupak vizualiza- 
cije obuhvaCa dvije radnje: 
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Two optical methods based on laser and video technology and 
digital signal and image processing techniques - Laser Doppler 
velocimetry (LDV) and Particle image velocimetry (PIV) were 
applied in highly accurate fluid flow measurement. Their applica- 
tion in jet velocity measurement of flows through drilling bit 
nozzles is presented. The role of nozzles in drilling technology 
together with procedures and tests performed on their optimization 
are reviewed. In addition, some experimental results for circular 
nozzle obtained both with LDV and PIV are elaborated. The 
experimental set-up and the testing procedure are briefly discus- 
sed, as well as potential improvements in the design. Possible 
other applications of LDV and PIV in the domain of petroleum 
engineering are suggested. 
- osvjetljivanje toka jakim svjetlosnim izvorom, 
- ubacivanje sitnih kstica koje imaju svojstvo da 
uspjeSno prate promjene toka tekufine ili plina, 
dakle da ne izazivaju nikakve poremeCaje i da 
imaju sposobnost reflektiranja svjetla (da bi se 
omogu6io fotografski zapis i daljnja obrada tako 
dobivenih podataka). 
U ovom radu opisat Cerno dvije optiCke metode: 
mjerenje bnine na temelju Dopplerovog efekta upo- 
trebom lasera (Laser Doppler velocimetry - LDV) 
i mjerenje brzine Eestica na fotogramu (Particle 
image velocimetry - PIV). 
Mjerenje brzine na temelju 
Dopplerovog efekta upotrebom lasera - LDV 
LDV je metoda razvijena tijekom 70-tih godina. 
Kao i kod mjerenja vruCom iicom, brzina se mjeri 
u jednoj toEki (single-point memurement). Metoda 
se zasniva na Dopplerovom efektu koji se u optici 
manifestira kao promjena valne frekvencije svjetlo- 
sne zrake u ovisnosti o medusobnom relativnom 
gibanju izvora koherentne svjetlosne zrake i fotograf- 
skog aparata. 
Laser se u LDV koristi kao izvor koherentne 
svjetlosne zrake koja se sustavom zrcala razdjeljuje 
na dvije zrake jednakih optickih svojstava. Vdna  
pretpostavka je da svjetlosni valovi u obje zrake 
imaju identiEne karakteristike (fazu i amplitudu). 
Zatim se uz porno6 le6a zrake kolidiraju i u toCki 
njihova presjecilta nastaje podruCje interferencije 
svjetlosnih valova. Ono se mofe vidjeti kao podrucje 
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naizmjeniEno tamnih ili svjetlih pruga jer u presje- 
ciStu zraka dolazi do superponiranja valnih bregova 
i dolova Sto se manifestira nastankom intenzivno 
svijetlih odnosno tamnih podruCja (sl. 1). PodruCje 
interferencije predstavlja mjerni obujam i obiEno je 
veliCine oko 1 mm3. 
Sl. 1 Interferencija dvije zrake 
Fig. 1 Beam interference 
. . 
Kada kstica, sadriana u mjerenom toku, prolazi 
kroz ovakav mjerni obujam, ona naizmjeniCno 
reflektira ili ne reflektira svjetlost. Svjetlost odbijena 
od Cestica se registrira u foto-multiplikatoru koji, 
ovisno o naCinu mjerenja, moie biti smjeSten ispred 
ili iza mjernog obujma dforward scatter - back scatter 
mode). Fotogram s informacijom o brzini toka je 
Dopplerova frekvencija promjene intenziteta reflek- 
tirane svjetlosti, a to je vrijeme. Iz geometrijske sl: 
optike, poznavanjem valne dufine i kuta presijecanja 
zraka, moie odrediti udaljenost medu susjednim 
interferencijskim prugama u mjernom obujmu. 
Brzina Cestice, odnosno protjecanja u toj toEki, moie 
se izraEunati prema slijedeCoj relaciji: 
U,=fD.d - f  A 
- 2 sin (612) 
gdje su: 
U, - brzina proticanja u ravnini interferencijskog 
podrulija okomita na interferencijske pruge 
fD - Dopplerova frekvencija 
df - razmak interferencijskih pruga 
h - valna duiina laserske zrake 
6 - kut presijecanja laserskih zraka. 
LDV metoda daje vrlo toEan podatak o brzini 
(srednja pogreSka mjerenja je od 0,l  do 1%). Uz 
to, ima dodatnu prednost Sto daje kontinuirani sig- 
nal, tj. predstavlja mjerenje brzine u stvarnom vre- 
menu. 
Nedostaci metode su teSkoCe. vezane za postavlja- 
nje eksperimenta uz upotrebu klasiEnih optiEkih ele- 
menata (IeCa) zbog relativno velike EariSne daljine 
koja poveCava osjetljivost sustava na pomake mjer- 
nog obujma prouzrokovane vibracijama, moguCnost 
mjerenja tek jedne komponente brzine, te pokriva- 
nje malog mjernog obujma. 
Mjerenje brzine fotogramom irestica - PIV 
PIV je novija metoda, razvijena sredinom 80-ih 
godina i na neki naEin je svojim komplementarnim 
svojstvima nadomjestak za uoikne slabosti LDV 
metode. U PIV laser nema jednaku ulogu kao kod 
LDV. Naime, laser se ne koristi nuino kao izvor 
koherentne svjetlosti (jer se moie raditi i s jakom 
bijelom svjetloSEu), veC kao vremenski kontrolirani 
izvor snainih svjetlosnih impulsa. PIV metodom je 
omogukeno planarno (dvodimenzionalno) ili Eak pro- 
storno (trodimenzionalno) mjerenje brzine istovre- 
meno u vise toEaka (multi-point measurement). Lase- 
rom se pulsno osvjetljava tok u koji su ubaEene 
Eestice mikronske veliEine koje odliEno odbijaju svje- 
tlost. Fotografiranjem poloZaja Eestica dobiva se 
zapis o putanji Cestice, a daljim metodama digitalne 
obrade snimaka takav fotografski zapis se kompju- 
torski obraduje i iz njega se odreduje pomak, a 
posredno i brzina kstice, odnosno protjecanja. 
Laserska zraka se pomoCu sustava leCa oblikuje 
u tanki snop konstantne debljine oko 1 mm kojim 
se planarno osvjetljava tok. Pri mjerenju, laserska 
zraka se prekida elektriCnim ili mehanitkim putem 
(ovisno o tipu lasera, te potrebnoj ukstalosti preki- 
danja). S time se dobiva niz jakih svjetlosnih impulsa 
kojima se osvjetljava tok u namjeri postizanja stro- 
boskopskog efekta. Fotografskim aparatom, postav- 
ljenim okomito i na smjer protjecanja i na smjer 
laserskog snopa, snima se tok. Na negativu ostaje 
zapisan prvobitni polofaj Cestice, te njen pomaknuti 
poloiaj u toku (ili polofaji, ovisno o broju svjetlosnih 
impulsa unutar jedne ekspozicije). 
KarakteristiEne vrijednosti impulsa su slijedeCe (sl. 
2): trajanje laserskog impulsa je nekoliko desetaka 
nanosekundi, frekvencija impulsa (odnosno impul- 
snih paketa), ovisno o moguCnostima fotografskog 
pribora, je desetak herza, a razmak pojedinih 
impulsa u paketu je stotinjak mikrosekundi (Sto 
odgovara mjerenju brzine do 10 m/s). 
. n << (10 ns) 
INlENZIlET 1 s  = w80 us 
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S1. 2 Raspored svjetlosnih impulsa 
Fig. 2 Illuminating puke distribution 
Interpretacija fotografskog zapisa, odnosno analiza 
toka, ovisno o uvjetima snimanja mofe biti kvalita- 
tivna ili kvantitativna. U sluEaju kvalitativne inter- 
pretacije, za vizualizaciju se koriste veCe Eestice, 
obiEno mjehuriCi plina, dim ili sitne rasprSene kap- 
DrakuliC, R. et a[.: Primjena lasera 203 
ljice vode ili ulja (A d r i a n ,  1986). OdgovarajuCom 
ekspozicijom na negativu se dobiva zapis Stave puta- 
nje, a ne samo poEetnih ili krajnjih poloiaja (streak 
photography). 
Za kvantitativnu interpretaciju, prikladnija je upo- 
treba male koncentracije vrlo sitnih Eestica za ozna- 
Eavanje toka. Dobiveni negativ (fotogram), koji se 
sastoji od velikog broja snimaka Eestica, pod optib 
kim povekanjem se ispituje videokarnerom dio po 
dio (cijeli negativ se vodoravno i uspravno razdijeli 
u nekoliko desetaka >>prozoracc). Izlazna snimka se 
digitalizira i promatrani prozor negativa se pretvara 
u polje sivih tonova (Liu ,  1990). Takav zapis se 
obiEno sastoji od 256 x 256 elemenata (pixela), a u 
hardverski mdnijoj obradi, 512 x 512 ili Eak 
1024 x 1024 elemenata. 
Daljom obradom treba pronaki ~originalne<c 
Eestice i njihove partnere, odnosno sliku originala 
u pomaknutom poloZaju. S obzirom da je razmak 
impulsa (vrijeme) poznat, a udaljenost medu Eesti- 
cama se odredi algoritmom digitalne obrade snimaka, 
brzina se izraEuna kao 
gdje su: 
T - vektor brzine 
M - optiEko poveCanje 
- 
d - vektor pomaka slike Eestica 
t - vrijeme izmedu laserskih impulsa. 
Za obradu .snimaka upotrebljavaju se metoda 
Youngovih interferencijskih pruga, prostorna korela- 
cija, te postupak direktne ekstrakcije slike (D u d d e - 
r a r ,  M a y n a r t  i S i m p k i n s ,  1987, A d r i a n ,  
1986. i L i u, 1990). Detaljnija objasnjenja metoda 
nalaze se u navedenoj literaturi. 
LDV i PIV metoda u mjerenju mlaznog protjecanja 
Predstavljanjem LDV i PIV metode, te uspored- 
bom dobivenih rezultata, pokazana su njihova me- 
dusobna komplementarna svojstva s tehniEkog gledi- 
Sta te su ocijenjene moguCnosti u nizu primjena u 
naftnom rudarstvu. 
P r i m j e n a  m l a z n i c a  u b u S e n j u  
Navedenim metodama ispitivane su mlaznice raz- 
liEitog profila otvora: kruinog, kvadratnog, pravo- 
kutnog i elipticnog. Promatranjem i ustanovljivanjem 
podruEja potencijalne jezgre za pojedini tip mlaznice 
(slika 3), omoguCen je odabir mlaznice, odnosno 
optimalne konfiguracije dlijeta za bulenje. 
Uloga mlaznica u dlijetima za bugenje je viSestruka 
i njihovom je optimiranju posvekno mnogo znan- 
stvenih radova u posljednja Eetiri desetljeCa. 
Temeljni razlozi za upotrebu mlaznica u buSenju su 
slijedeti: 
- djelotvorno odstranjivanje krhotina nastalih ispod 
dlijeta, odnosno EiSCenje dna buSotine, 
- smanjivanje zadriavanja krhotina na dnu uslijed 
razlike u tlaku tekuCine u buSotini i tlaka na dubini 
buSenja (zbog negativnog utjecaja na EiSknje dna 
i brzinu prodiranja), 
LEGENDA: 
Nozzle velocity .- Brzina mlaza 
Potential wre - Potencijalna jezgra 
Stand off - Udoljenost od dna 
Stagnation point - T&ka stagnacije d a z e  
Shear stress - SmiCno naprezanje 
Flow development region - Podmeje razvoja d a z a  
Fully developed free jet - Potpuno razvijeni slobodni mlaz 
Impingcmcnt region - YociruEje udara mlaza 
Wall iet - Rubno podrucje mlaza 
S1. 3 Struktura turbulentnog daza  koji udara o ravnu povrtinu 
Fig. 3 Structure of a turbulent jet impinging on a flat surface 
- erozija dna buSotine u mekanijim geoloSkim for- 
macij ama. 
Ovisno o mjerenirn hidrauliEkim pokazateljima, 
varira i pristup njihovom optimiranju. Osim brzine 
mlaza, najvainiji mjerni pokazatelji su udarna sila, 
kinetizka energija i hidrauliEka. snaga. Na navedene 
pokazatelje, osim oblika mlaznice utjeEe i udaljenost 
mlaznice od dna bugotine, broj, veliEina i smjeStaj 
mlaznica u dlijetu. 
VeCina do sada primijenjivanih postupaka zasniva 
se na raznim mjerenjima udarnog tlaka (E c k e 1 i 
B i e l s t e i n ,  1951, S u t k o  i M y e r s ,  1971, W a r -  
r e n  i W i n t e r s ,  1982, W e l l s ,  1987.). Takoder 
je dosta koriSten postupak mjerenja vruCom iicom 
( D a v i s  i W i n a r t o ,  1980, G a v i g n e t ,  B r a d -  
b u r y i Q u e t i  e r, 1985.), a provedena su i istraii- 
vanja s oznaEivanjem i kvalitativnim snimanjem toka 
( F e u e r s t e i n  i W o o d s ,  1973, G l o w k a ,  1981.). 
Od neinvazivnih mjernih metoda zasnovanih na upo- 
trebi lasera, provedena su istraiivanja s LDV 
(We 11 s, 1984.), dok PIV nije do sada bila primije- 
njivana. Mlaznice s razliEitim oblikom otvora (trodi- 
menzionalne mlaznice), ispitivali su i R a j a r a t a - 
n a m  i P a n i ,  (1974.) te K n o w l t o n  i H u a n g ,  
(1982 .). 
P o s t a v a  e k s p e r i m e n t a  
Prema slici 4, eksperimentalni sustav se sastoji od 
elektriEne triplex pumpe stalne dobave od pribliino 
60 dm3/min, tlaCnih i povratnih vodova, razdjelnika, 
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S1. 4 Postava eksperimenta 
Fig. 4 Experimental apparatus 
te baEve za testiranje s prozorima za promatranje. 
Povratni vod umjetno regulira koliEinu protjecanja. 
Glavni tlaEni vod uEvrSCen je unutar baEve za testi- 
ranje na popreho postavljenom stalku koji se moLe 
podeSavati po visini. Stalak ima otvor za smjeStaj 
izmjenjivih mlaznica. Sama ba@a ima dva otvora - 
jedan je veCeg presjeka i s l d i  kao preljev kojim se 
zatvara opticaj tekutine, dok je drugi pomokni, s 
ventilom, i slu2i za otjecanje tekuCine prilikom 15%- 
Cenja b a h e  ili regulacije koncentracije kstica. 
Tijekom mjerenja kolizina teku6ine i koncentracija 
reflektirajutih Eestica u optjecanju je konstantna. 
Preko tlakomjera smjeStenog na izlazu glavnog tlaC- 
nog voda i mjeraEa k o l i h e  protjecanja u razdjelni- 
ku, kontroliraju se i raEunaju karakteristicni hidrau- 
liEki pokazatelji prema slijedetim relacijama 
( B o u r g o y n e  et al. 1986): 
gdje su: 
v, - brzina mlaza, m/s 
Cd - koeficijent prainjenja 
P, - smanjenje tlaka u mlaznici, kPa 
e - gustoCa, kg/m3 
Fi - udarna sila, N 
Q - protjecanje, m3/s 
NH - hidrauliCka snaga, W 
D - promjer mlaznice, m 
p - viskoznost fluida, kg/ms. 
optoelektroniEki sustav za mjerenje i obradu poda- 
taka s argonskim laserom male snage (500 mW) kao 
kontinuiranim izvorom svjetlosti. S obzirom da je 
upotrijebljen sustav s optiEkim vlaknima umjesto 
standardne postave sa sustavom leCa, znaCajno je 
olakSano postavljanje mjerne sonde. OptiEka mjerna 
sonda je bila uronjena u baEvu za testiranje i 50 
mm udaljena od mjenog obujma. Sonda je istovre- 
meno bila i izvor i prijemnik signala, a postavljena 
je tako da je mlaz, prolazeki ravninom odrectenom 
dvjema kolimiranim zrakama, bio okomit na smjer 
nastalih interferencijskih pruga. 
Upotrijebljene su reflektirajute kstice sfernog 
oblika, promjera 30 pm i obujamske mase 1020 
kg/m3 Sto je zadovoljavalo kriterij o adekvatnom 
slijectenju karakteristika protjecanja (A d r i a n ,  
1986.). 
Tijekom mjerenja, uz mjeraEe protjecanja, kontro- 
lirana je i vrijednost tlaka na izlazu tlaEnog voda. 
Takocter, promatrani su i drugi pokazatelji na pripa- 
da jub j  elektronitkoj opremi, vezani uz digitalnu 
obradu foto-signala. Ispitivana je kruZna mlaznica 
promjera 4.0 mm ( p o d i n a  presjeka 12.57 mrn2), 
pri tlaku od priblsno 6 bara (D r a k u 1 i t ,  1992). 
U tablici 1 navedene su vrijednosti karakteristicnih 
hidrauliEkih pokazatelj a. 
m m ,  kPa 
Udarna sila, N 
&pad force, N 
Hidradieka snaga, W 
11 Reynolds number, Re x I 11 
12,49 
2 18,25 
Hyrlrauhc horsepower, W 
Reynoldsov broj, Rex ld 
Tablica 1 Hidrau1iEk.i pokazatelji za rnlamicu kruinog presjeka 
pri 6 bara - LDV 
Tabb 1 Hydraulic parameters for circular nozzle at 6 bars - 
LDV 
Upotrebom posebno dizajniranog mehanizma, 
mlaz je ispitivan u Sest toEaka na osi mlaznice. Slika 
5 prikazuje raspored izmjerenih brzina u tim toEka- 
ma, te je moguCe donijeti zakljuEak o duljini poten- 
cijalne jezgre. Na slici 6 jog je prikazan tipiEan 
raspored brzina u Dopplerovom signalu. Usrednja- 
vanjem brzina svih uzoraka odrectena je i brzina 
mlaza u mjerenoj toEki. 
1,1? 
BaCva za testiranje ima i tri prozora smjeStena na R 1 a t  i m j  e r e  j a P I v d istoj visini. Dva su smjeStena jedan nasuprot drugom, 
dok je treti postavljen okomito na njih. Nasuprotno Primijenjen je pulsni Nd-YAG laser koji emitira 
postavljeni prozori slufe za upad laserskog snopa svjetlost valne duiine 532 nm. Ova valna duBina pogodna je za mjerenja u vodi zbog minimalne kod PIV mjerenja, a trefi za snimanje fotografskim 
atenuacije intenziteta svjetlosti. Prilikom rada lase- 
aparatom. 
rom, posebnu painju je potrebno posvetiti zagtiti 
R e  z u 1 t a t  i m J e r e  n j a S L D V m e t 0 d 0 m ' od laserskog zraknja. Naime, totalna energija sadr- 
Uz opisanu mehaniCku postavu eksperimenta, za Zana u dva proizvedena laserska impulsa je 125 mJ, 
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S1. 6 Raspored bnina u Dopplerovom signalu za rnlaznicu krut- 
nog presjeka pri 6 bara (LDV) 
Fig. 6 Jet velocity distribution in the Doppler burst for the circular 
nozzle at 6 bars (LDV) 
. . 
snagu impulsa reda veliEine 1 MW. Razmak impulsa 
u dubletu je, ovisno o mjerenoj brzini, od 60 do 
80 ps s frekvencijom dubleta od 8 Hz (slika 1). To 
je uz ekspoziciju snimanja od 118 sekundi osiguravalo 
da negativ sadr2i samo jednu snimku originalnog 
polo2aja Eestice i njen korespondirajuki pomaknuti 
polof aj . 
Upotrijebljene su jednake reflektirajuh Eestice 
kao pri mjerenju LDV metodom. Od fotografskog 
pribora koriSten je fotoaparat Nikon 35 mm s Micro- 
Nikkor objektivom od 55 mm. Otvor objektiva 
postavljen je na zaslon f = 2,8 a koriSten je Kodak 
T-max film, osjetljivosti 400 ASA. Tijekom mjerenja 
prakeni su standardni mjerni uredaji na mehaniEkoj 
opremi (mjeraEi protjecanja, te vrijednost tlaka na 
izlazu tlaZSnog voda). Oblik, trajanje i repeticija laser- 
skih impulsa kontrolirani su na ekranu osciloskopa. 
Negativ je obractivan u posebno dizajniranom 
sustavu za ekstrakciju slike, postavljanjem u kompju- 
10 - Tablica 2 Hidraulitki pokazatelji za mlaznicu kruZnog presjeka 
pri 6 bara - PIV 
Table 2 Hydraulic parameters for circular nozzle at 6 bars - PTV 
0 torski upravljani sustav za uspravno i vodoravno 
9 14  19 24 29 34 pornicanje. Negativ je zatim presniman CCD cmo- 
bijelom tehnikom pomoku video-kamere pod razlizi- 
Udaljenost, mm tim optiEkim povekanjem. Izlazni signal je digitalizi- 
S1. 5 Raspored brzina dut centralne osi rnlaznice krufnog pre- ran pomo~u DT 2862 digitaliiatora koji je svaku 
sjeka pri 6 bara (LDV) ispitivanu sliku podijelio u 512 x 512 elemenata. Za 
Fig. 5 Jet velocity distribution along the'central axis of the circular daljnje procesiranje digitalnog podatka metodom 
nozzle at 6 bars (LDV) digitalne ekstrakcije slika (L i u, 1990.) korigten je 
sustav s osobnim raEunalom i opremom za paralelno 
procesiranje. 
PIV metodom je ispitivana ista krutna mlaznica. 
U tablici 2 navedene su vrijednosti karakteristiznih 
hidrauliEkih pokazatelja. 
Na sl. 7 prikazana je fotografija protjecanja, dok 
slika 8 predstavlja vektore brzina u mlazu dobivene 
SI. 7 Mlaz iz mlaznice W n o g  presjeka pri 6 bara (PIV) 
Fig. 7 Jet from the circular nozzle at 6 bars (PN) 
51.31 . s 
60 .O '0 
SI. 8 Vektori brzina za mlaznicu kruinog presjeka pri 6 bara 
(PIV) 
Fig. 8 Velocity vectors for the circular nozzle at 6 bars ( P N )  
- 
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kao rezultat algoritma za digitalnu obradu negativa. 
Na sl. 9 je dijagram raspodjele brzina duZ osi mla- 
znice i iz njega se moie zakljui5ti o potencijalnoj 
jezgri mlaza. Na slici 10 prikazan je raspored brzina 
u 4 mm Sirokom pojasu iznad i ispod srediSnje osi 
mlaznice. 
Udaljenost (*4), m m  
S1. 9 Raspored brzina duZ centralne osi mlaznice kruZnog pre- 
sjeka pri 6 bara (PIV) 
Fig. 9 Jet velocify &tribution along the central axis of the circular 
nozzle at 6 bars (PW) 
Udaljenost (*4), mm 
- 
- 
S1. 10 Brzine u >>prowrimau za mlaznicu k&og presjeka pri 
6 bara (PIV) 
Udallenost od osi: 
-2 do 2 mm 
v -6 do -2 1 2 do 6 mm 
v -10 do .76 I  6 do 10 mm 
0 -14 do -10 i 10 do 14 mm 
Fig. 10 Velocity in windows for the circular nozzle at 6 bars (PN) 
- 
- 
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Diskusija i zakljuhk 
Kao Sto je veC napomenuto u uvodu PIV i LDV 
su mectusobno komplementarne mjerne metode. 
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Rezultati dobiveni PIV metodom dali su opienitiju, 
dvodirnenzionalnu sliku o brzini protjecanja, dok je 
LDV metodom slika o ponaganju rnlaza dobivena 
iz odrectenog broja diskretnih mjerenja. 
Mjerenja su pokazala da se rezultati dobiveni ovim 
dvjema metodama vrlo dobro poklapaju. MoguCe 
razlike proizlaze iz sluCajnih pogreSaka kod mjerenja 
tlaka i koliEine protjecanja koja sluie za izraEunava- 
nje ostalih karakteristicnih hidrauliEkih pokazatelja. 
Takoder, istovjetni uvjeti za odvijanje PIV i LDV 
eksperimenata nisu mogli biti u potpunosti zadovo- 
ljeni jer su ovisili o toEnosti mehaniEkog sustava. 
Preciznost optiEkih metoda, iako vrlo velika, ipak 
ovisi o brojnim Einiteljima, na primjer, o osjetljivosti 
filma, karakteristikama foto i video opreme, te rezo- 
luciji digitalizatora snimaka. Kod LDV metode, 
uspjeSnost mjerenja ovisi o izboru veliCine i koncen- 
tracije reflektirajukih Eestica te adekvatnom podeSa- 
vanju elektronitke opreme za obradu signala. 
U postojekim uvjetima i s raspolofivom opremom, 
uspjeSno su izmjerene brzine visokoturbulentnih mla- 
zeva do 50 m/s. Uz odredene preinake postave eks- 
perimenta, prvenstveno uz upotrebu pumpe boljih 
karakteristika (s manje pulzacija i s moguCnoSCu 
promjenjive dobave), te posebnih visokotlaEnih 
komora u svrhu reduciranja pojave kavitacije, prika- 
zanim optiEkim metodama moguCa su mjerenja 
brzine i do 100 mls. 
Osirn primjene u optimiranju mlaznica dlijeta za 
buiienje, navedene metode mogu imati i druge pri- 
mjene u naftnom inienjerstvu, kao na primjer: 
- toEno mjerenje protjecanja plina neovisno o vari- 
jacijarna koliEine protjecanja, kod iskuSavanja i 
radova osvajanja proizvodnje, pri izlazu iz separa- 
tora u sabirnim stanicarna, ili na ulaznim, odnosno 
zavrSnim toekama magistralnih i distribucijskih pli- 
novoda, 
- nadzor svrsishodnog hidrodinamiEkog dizajna 
postrojenja za buSenje, proizvodnju i transport na 
vodenim povrSinama (offshore), 
- nadzor svrsishodnog aerodinbiEkog dizajna tor- 
njeva, jarbola, spremnika i drugih visokih struk- 
tura koje imaju prirnjenu u naftno-rudarskim dje- 
latnostima. 
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The Application of Lasers in MeaSurement of Fluid Flow Through Drilling Bit Nozzles 
R. DrakuliC, I. Steiner and 2. KriStafor 
Two optical methods based on laser and video technology and 
digital signal and image processing techniques - Laser Doppler 
Velocimetry (LDV) and Particle Image Velocimetry (PIV) were 
applied in highly accurate fluid flow measurement. Their applica- 
tion in jet velocity measurement of flows through drilling bit 
nozzles is presented. The role of nozzles in drilling technology 
together with procedures and tests performed on their optimization 
are reviewed. In addition, some experimental results for circular 
nozzle obtained both with LDV and PIV are elaborated. Moreo- 
ver, possible other applications of LDV and PIV in the domain 
of petroleum engineering are suggested. 
In scientific papers and textbooks published on the subject so 
far, results based on single-point measurements with Pitot tubes, 
Hot-wire anemometers and LDV were reported. In this paper, 
PIV as a multi-point measurement method that enables plane 
measurement of the velocity profiles was applied in combination 
with LDV technique. Employed techniques allow effective evalua- 
tion of nozzles, better understanding of the high velocity jet 
behaviour and may significantly contribute to the optimisation 
of drilling hydraulics. 
Hydraulic parameters regularly monitored in drilling activites 
are jet velocity, hydraulic horsepower and impact force. Existing 
methods provide these parameters to be calculated only at the 
nozzle outlet. However, it is of an extreme importance to have 
these parameters calculated at the bottom of the hole where 
actual cleaning action has to be fulfilled. These parameters are 
assumed to retain the same value at the bottom as at the outlet, 
though certain deterioration of the potential core exists in the 
region of an expanding jet. The trend of optimisation is to extend 
the region of approximately constant parameters to the entire 
area between the nozzle and the bottom of the hole. PIV is a 
technique that enables velocity measurements to be carried out 
simultaneously over the entire profile of the flow, thus allowing 
hydraulic parameters to be studied at any point between the 
nozzle outlet and the hole bottom. 
Laser Doppler Velocimetry - LDV 
LDV method is based on the Doppler effect which is in optics 
characterised with a change of the frequency within the light 
beam as a result of the relative motion between the source of 
a coherent light and the photodetector. In the LDV method a 
low powered CW laser is used as a coherent source of light. 
Using optical prisms, incoming laser beam is split in two beams 
with identical optical properties (phase and amphtude) as the 
original one. Passing through a system of lenses two beams are 
collimated and in the intersection point they form an interference 
or fringe pattern. Fringes may be viewed as an area of alternating 
intensely dark and light lines. The interference pattern represents 
the measuring volume and it is usually of a magnitude of about 
1 mm3. 
When a particle, whose velocity is to be defined, is passing 
through this measuring volume, it alternatively reflects or does 
not reflect the light. Reflected (or scattered) light is detected by 
a photomultiplicator and transformed into a current pulse which 
is then frequency demodulated in an electronic data processing 
system. The parameter that yields the information about the 
particle velocity is contained in the Doppler frequency of scattered 
light. 
LDV method enables highly accurate velocity measurements 
and possesses an advantage of a non-destructive testing. Moreover, 
it is a real time measurement procedure since the data signal is 
continuous. Disadvantages of the method are related to a small 
measuring volume, capability of only one velocity component to 
be measured and difficulties encountered in a vibration sensitive 
classical optics set-up. 
Particle Image Velocimetry - PIV 
Particle Image Velocimetry is a non-destructive optical multi- 
point measuring method developed in 80 s 1(G r a n t and S mi t h, 
1988). Compared to LDV and other single-point measuring met- 
hods it has significant advantages regarding the size of the inter- 
rogating region and applicability in evaluating complex flows, 
Usually a Nd-YAG pulsed laser is used as a powerful and 
controllable source of light for the flow visualisation. Actually, 
the light source need not necessarily be coherent so a strong 
source of white light may be used instead. For adequate flow 
visualisation two conditions are to be fulfilled: 
- illumination of the flow with a light source, 
- seeding of the flow, i. e. insertion of small particles or tracers 
able to follow sudden changes of the flow, not influencing flow 
characteristics by its size, shape or density; tracers are also 
required to successfully reflect light. 
Once these conditions are met, laser beam is expanded into 
a thin sheet, usually 1 mm thick, so a planar interrogating region 
within the flow is illuminated. Electrically obtained light pulses 
are necessary for producing a stroboscopic effect, for the particle 
motion during the illumination may be assumed as stationary. 
With a photo-camera positioned perpendicularly both to the 
planar laser sheet region and the flow velocity direction, a sharp 
  article image is recorded. The number of linht ~ulses  varies. In 
u .  
;he case ofvtwo pulses applied, with the camera exposure time 
set accordingly, the original and one shifted particle position are 
recorded on a negative. 
The interpretation of a negative, or the flow analysis, can be 
quantitative and qualitative. In the case of qualitative interpreta- 
tion, larger particles are used for marking the flow. Usually gas 
bubbles, smoke or small dispersed water or oil droplets are used. 
By the appropriate exposure of the photo-camera, not only that 
the onginal and shifted particle position are recorded, but also 
the entire trace in between them (Streak photography - A d r i a n, 
1986). 
For a quantitative interpretation it is more appropriate to 
apply low concentration of very small tracers. In this case a 
negative consists of a large number of discernibly recorded particle 
positions. In the direct image extraction method, negative is 
horizontally and vertically divided into windows and scanned by 
a BIW video-camera The video-camera otuput is digitized and 
stored in a framestore. Each particle image is represented with 
one of 256 agray levels.< and replaced with a co-ordinate ( G r a n t  
and L i u ,  1989). Digital image is usually divided into 256 X 256 
pixels, or in a more powerful hardware system, 512 x 512 pixels 
or even 1024 x 1024 pixels. 
The distance between partner spots (the original and shifted 
particle position) is to be determined by a computer algorithm 
based on correlation methods or a Fourier transform method. 
In common use are direct image extraction method, method of 
Young's interference fringes (where a low powered coherent laser 
light is passed through the negative and interference pattern is 
produced) and spatial image correlation techniques ( D u d  d e r a r 
et a]., 1988, A d r i a n ,  1986, L iu ,  1990). 
Nozzles 
Reasons for the application of nozzles in drilling bits are: 
- effective removal of rock cuttings from the bottom of a hole, 
- decrease of the chip hold-down effect present at the bottom 
of the hole due to the pressure difference between the pressure 
in the drilling fluid and the pore pressure in the drilled rock 
(this has a negative effect on the penetration rate), 
- erosion of the hole bottom in soft formations. 
According to published papers (R a j a r a t  n a m and P a  n i, 
1974, G a v i g n e t  et al. 1985, D r a k u l i c ,  1992) there exists a 
potential core within the jet stream below the nozzle. It is conical 
and for the circular nozzle openings its length is between 3 and 
9 diameters. In designing jet bits (drilling bits having nozzles as 
fluid outlets) there is an effort to situate nozzles as close to the 
hole bottom as technically possible in order to achieve optimal 
cleaning action. 
R a j a r a t n a m and P a n  i (1974) studied nozzles with openings 
different than circular (referred to as three-dimensional nozzles) 
with various shapes and lengths of potential cores produced. The 
length of potential core was established to be a function of the 
longer size of the nozzle opening. However, tests described were 
performed with low fluid velocities (7 m/s), so our intention was 
to prove this results with considerably higher velocities, similar 
to those applied in drilling procedures. 
Design of the experimental equipment 
An electric triplex pump was used, having a constant flow 
rate of approximately 60 dm3/min. The fluid flow rate was adju- 
stable by a bypass hose system. The distribution between the 
bypass hose and the feed hose was operated in a manifold. Feed 
hose led to a testing barrel and nozzles tested were attached at 
the end of it. Inside the testing barrel there was a transverse 
bar with an opening for fixing in the feed hose and exchangeable 
nozzles. On the bottom of the barrel a slanted plate was welded 
at the sharp angle relatively to the barrel bottom, thus simulating 
the angle of the nozzle axis in a drilling bit. The direction of 
the jet flow through the nozzle was perpendicular to the bottom 
of the barrel. The jet hitting the slanted plate was deflected so 
no significant interference with incoming jet occurred. 
There were also three glass windows situated at the same 
height on the testing barrel, two placed one opposite to the other 
with third perpendicular to them. Windows were used for a 
photo-camera recording and passing of the laser beam in PIV 
measurements. The barrel had two drains - upper one was an 
overflow that led back to the tank closing the circulation, while 
the smaller one situated close to the bottom had a valve and 
was used for emptying the barrel or regulating the tracer concen- 
tration. 
Results with LDV method 
A LDV fibre optics system was used, thus facilitating the 
setup and data acquisition. The optical probe was submerged in 
the testing barrel close to the measuring volume. Fixed in a 
specially designed holder it was parallel to the transverse bar so 
the water jet was in the plane defined with two laser beams 
forming a fringe pattern. The direction of the jet was perpendicular 
to the probe itself. 
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lracers (aluminum coating powder) seeded into the flow had 
a density of 1020 kg/m3 and an average diameter of 30 pm what 
complied with the requirements for adequate flow tracking. 
The jet was examined at six different points along the central 
axis. The inital point was 9 mm from the orifice and the others 
successively separated by 5 mm. The last examined point was 34 
mm from the orifice. 
Results presented for the circular nozzle show that velocity 
remained constant until about 8D. Also, velocity distribution in 
the Doppler signal is presented. 
Results with PIV method 
Tests with P N  were performed using pulsed Nd-YAG laser 
that produced double light pulses with repetition rate of 8 Hz, 
duration of 10 ns and pulse separation of 60/80 p, depending 
on the actual jet velocity measured. The same seeding particles 
and their concentration as in LDV tests were present in the flow. 
Digital image extraction method was employed for the flow 
velocity measurement. Diagrams presented show the photograph 
of the jet region, velocity vectors within the examined flow area, 
and the velocity distribution along and around the central axis 
of the circular nozzle. The length of the potential core was up 
to 9D. 
Condosiom 
Compared to the existing single-point measuring methods, PIV 
demonstrates certain advantages when the spatial velocity infor- 
mation is concerned. Both PIV and LDV have an extremely high 
accuracy, influenced only by the quality of the setup. However, 
for the successful measurement essential prerequisite is to have 
fairly transparent fluid (gas or liquid). Therefore, in drilling bit 
nozzle testing instead of using real drilling fluids, water with 
certain additives controlling rheology should be used. 
These experiments have shown excellent applicability of non- 
destructive optical methods in a study of the fluid flow below a 
nozzle. Flow pattern, velocity distribution, impact force, flow 
momentum and other parameters can be easily calculated for the 
whole area below and beside a drilling bit. It may also prove 
useful to employ these techniques in examining fluid flow beha- 
viour in the annulus, using a model of drilling string. 
Additionally, a number of petroleum engineering problems 
may be studied by the application of PIV and LDV methods. 
For example: 
- precise measurement of gas flow through pipelines, not influen- 
ced with flow rate variations in drill stem tests; flow tests at 
the outlets of gathering station separators or at the entrancelexit 
points of main and distribution pipelines, 
- control of the purposeful hydrodynamic design of drilling plat- 
forms, production and transport facilites used offshore, 
- control of the purposeful aerodynamic design of derricks, masts, 
reservoirs and other high structures. operating in petroleum 
engineering. 
With described experimental apparatus and testing nozzles, 
technically it was possible to achieve nozzle velocities of near 
100 m/s. However, measurements with velocities of over 50 m/s 
were not reliable since cavitation imposed severe limitations. 
Namely, with increasing jet velocity and consequently pressure 
difference between the liquid pressure in the nozzle and that in 
the jet expanding region, cavitation occurred. The presence of 
gas in the expanding jet generated a strong scattering effect in 
the region of interest for the volume and illuminescence of the 
of gas bubbles were greater than those of the seeding particles. 
This hampered and in some cases even completely prevented the 
data collection. This problem has to be solved by placing nozzles 
in a pressure vessel where the high back pressure would reduce 
the effect of cavitation. Nevertheless, the results obtained with 
velocities considerably higher than in experiments reported earlier 
are encourageous for future tests. 
